[An actinometric method for comparing the parameters of equipment for the ultraviolet irradiation of the blood].
Actinometry of devices for ultraviolet irradiation of blood for the first time. Water solutions of diazonium salts as sensitive materials are used. Outlooks for optimization of above devices are discussed.